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Abstract The aim of this in vitro study was to evaluate the
morphological changes that occur in tooth enamel after me-
chanical instrumentation and after femtosecond laser irradia-
tion with different parameters via light and scanning electron
microscopy (SEM). Twelve totally impacted third molars were
collected and sectioned to provide several cut surfaces. These
surfaces were exposed to infrared (λ0795 nm, 120 fs, 1-kHz
repetition rate, maximum mean power 1 W) laser pulses and
machined by means of a conventional mechanical technique.
Two very different geometrical patterns were performed with
femtosecond laser pulses: shallow rectangular cavities and
deep cylindrical ones. The results of both machining proce-
dures were examined using light and scanning electron mi-
croscopy. The SEM images show the femtosecond laser ability
to produce high-precision cavities in tooth enamel. No signs of
collateral damage, burning, melting, or cracks were observed
despite the far different laser pulse energies used (ranging from
7 to 400 μJ), unlike what is seen with conventional mechanical
techniques. The femtosecond laser has the potential to become
an optimal tool for the treatment of dental decay and as an
alternative to the conventional drill to reduce mechanical dam-
age during removal of the hard dental tissue.
Keywords Femtosecond . Laser . Enamel . Morphological
alterations
Introduction
Restorative dentistry focuses on the development of new
methods for caries removal and cavity preparation, as well
as new restorative materials to ensure that treated teeth are
restored, aesthetically and functionally with great precision
[1]. When making cavities and removing carious tissue, the
conventional mechanical technique is not as accurate as
desired and has certain drawbacks, such as the non-
selective removal of hard dental tissue, pain, and the need
for anesthesia, among others [2]. This has gradually given
way to new dental techniques for the removal of material as
an alternative to conventional mechanical procedures [3–5].
Among these methods, high-intensity lasers have been
widely used and approved by professionals [6]. Indeed, in
the future, lasers may replace dentists' drills so that a more
selective removal of material can be achieved [7–9]. In recent
years, ultrashort-pulsed lasers have proved to be a very prom-
ising tool owing to their ability to avoid the formation of
microcracks around treated areas, since such cracks can evi-
dently lead to the formation of a new caries [10].
In laser processing, pulse duration is a crucial parameter.
This parameter determines the mechanism of interaction
between the light emitted and the tissue [11]. In recent years,
laser sources based on titanium/sapphire crystals (Ti/S) [12],
which produce extremely short pulses below the picosecond
(10−12 s) scale, have been developed. These laser pulses,
amplified up to energies of the order of millijoules and
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conveniently focused on the surface of materials, allow the
ablation of these surfaces with extreme precision and repro-
ducibility, and cause much less collateral damage to the
adjacent material than any other thermal, chemical, or me-
chanical process [12, 13].
In brief, ultrafast ablation is based on the non-linear
processes of light absorption and ionization unleashed by
the effect of irradiation with very short and intense pulses
[14]. During the pulse, a thin layer on the surface of the
tissue is almost fully ionized, giving rise to a dense elec-
tronic plasma able to break the bonds between ions or
molecules as a result of the intense electric field. These
species leave the surface together with the electrons in a
process known as Coulomb explosion, which is a complete-
ly non-thermal process [15]. The effects derived from ther-
mal load on the surrounding areas are therefore non-
existent. If the intensity is very high, the electronic plasma
may absorb further energy, which is then radiated outwards,
leading to a sudden increase in the temperature of a deeper
layer, in turn resulting in the violent expulsion of both vapor
and liquid droplets in equilibrium. This process, called
phase explosion, is a thermal phenomenon, but it takes place
fast enough to limit the diffusion of heat to very few microns
of the surrounding tissue [16, 17]. Thus, the irreversible
damage to dental pulp tissue—which is particularly sensi-
tive to such thermal effects, as well as microfractures or
“cracks” in hard dental tissues produced by conventional
laser sources—becomes almost negligible.
The aim of this in vitro study was to evaluate with light
and scanning electron microscopy (SEM) microscopy the
morphological changes that occur in enamel after mechan-
ical instrumentation and after femtosecond laser irradiation
with different parameters.
Materials and methods
Collection and sample preparation
Twelve totally impacted third molars were collected; the
pieces had been extracted over a period of one week at the
Oral and Maxillofacial Surgery Unit of the Virgen de la Vega
Hospital in Salamanca.
The third molar was extracted from patients aged be-
tween 20 and 25. The molars were kept in an appropriate
environment (physiological saline solution at 37 °C) to
avoid dryness until the time of preparation. Each tooth was
cross-sectioned transversely into two parts: the crown and
the level of the root line enamel. The coronal part of the
tooth was cut longitudinally in the vestibulo-lingual direc-
tion, in sheets of approximately 1-mm thickness using a
precision Accutom-50 cutter/grinder (Struers, Denmark,
Copenhagen) and 330K Struers diamond blades under a
water coolant. One-millimeter-thick serial sections were
taken at 3,200 rpm, with a driving speed of 0.460 mm/s
and high strength in order to obtain three to four slices from
each specimen. The sheets containing only dentin were
discarded. The samples were ground with sandpaper granu-
lated at 300, 400, and 600 in a polishing machine.
To perform the experiments, each sample was divided in
two groups according to dental cavity preparation:
& First group: mechanical cavity preparation.
& Second group: laser cavity preparation.
Each laser sample was treated using all the parameters
investigated.
The samples were then preserved in physiological saline
solution in an oven at 37 °C (for a maximum period of
1 month) to prevent them from drying out until the micros-
copy studies were performed.
First group: mechanical dental cavity preparation
For traditional dental cavity preparation a Supertorque Kavo
Lux 655B handpiece was used at a speed of 450,000 rpm,
with a tungsten round bur of 0.5 mm (ref. H1314005
Lemgo, Germany), with a water coolant. These were made
with perforations of about 500–600 μm in diameter in the
enamel samples.
Second group: dental cavity preparation by laser
The microstructuring of the samples was performed with a
system consisting of a Ti/sapphire oscillator (Spectra Phys-
ics, Tsunami) and a regenerative amplifier (Spectra Physics,
Spitfire), based on the CPA technique [18], which produces
pulses of 120 fs (1 fs010−15 s); a wavelength in the near
infrared region (795 nm), and energies up to 1 mJ, with a
repetition rate of 1 kHz (mean power01 W). The pulses
were focused perpendicularly onto the sample surface by
means of an achromat doublet, with a focal length of
100 mm.
The samples were placed on an XYZ stage (Nanotec
Micos ES100) in order to provide a precise location of the
cavity and to properly focus the laser pulses on the surface.
Two kinds of microstructured samples were prepared: shal-
low rectangular cavities and deep cylindrical ones. Since the
size of these structures was required to be larger than the
spot size, different strategies were adopted. For the rectan-
gular structures, we scanned the surface by moving the
samples following a meandering path with different pitches
or distance between neighboring laser scans (0.02 and
0.01 mm). Pulse energies of 0.007, 0.01, 0.03, and
0.05 mJ were used to induce shallow structures; for each
energy, cavities were made with different scanning speeds
(0.05 and 0.1 mm/s).
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To achieve large (diameters up to 500 μm) and deep (up to
400 μm) cylindrical cavities, a helical drilling optics system
(TGSW, Stuttgart) was used. This is an optomechanical device
consisting of a number of optical wedges which can rotate (up
to 3,000 rpm) and whose relative position along the rotating
axis may be modified in order to force the laser spot to follow
an eccentric path of variable diameter and at the same time to
provide oblique incidence of the laser beam on the surface of
the sample. Both features allow, on one hand, to drill micro-
structures with dimensions much larger than the laser spot size
and, on the other hand, to overcome the depth limitations and
tapering resulting of light propagation within the ablation
crater (saturation effects) [19]. Since the number of free param-
eters became too large, we have always used the same rotating
speed for the helical drilling system (250 rpm) to fix the
number of pulses irradiating a unit of area on the surface and
the maximum beam inclination provided by the system (4°) to
get the best approach to cylindrical geometry. We have also
fixed the maximum laser beam offset (200 μm) to machine
holes with diameters around 500 μm. Bearing this in mind, we
started the process either at the periphery or at the center of the
crater, so that the laser spot followed respectively an inwards
spiral path or an outwards one by decreasing/increasing the
beam offset during the process. In addition, we have checked
the effect of processing with a single pass or two passes. The
number of passes and the trend of beam offset variation play a
significant role in the debris accumulation processes on the
hole bottom as we will show in this work. Concerning the laser
parameters, the pulse energies ranged from 0.1 to 0.4mJ. Pulse
energy is the main parameter which determines the amount of
material removed per laser pulse and therefore the hole depth.
In this case, we need very high energies since the volume of
enamel to be removed is very large.




All samples were examined with an Axio M1 (Carl Zeiss,
Germany) light microscope, operating in the dark-field
mode. We used Epiplan ×20 and ×50 HD objectives (Carl
Zeiss Vision), attached to a 1,300×1,030-pixel digital cam-
era (AxioCam HR, Carl Zeiss Vision). The images were
processed with AxioVision software. This software permits
the measurement of the depth and diameter of the cavities.
Scanning electron microscopy
A ZEISS DSM 940 scanning electron microscope was used
to obtain images of the processed areas of the samples at
different levels of magnification.
Results
A qualitative result of the effects of two different techniques
for cavity preparation was observed in this study: on one
hand, with a femtosecond laser at 795 nm, and on the other,
with the conventional mechanical technique. The procedure
was observed and analyzed using light and SEM. The SEM
images reveal the ability of the femtolaser to produce high-
precision cavities in tooth enamel. No signs of collateral
damage or cracks were observed, unlike with the conven-
tional mechanical technique.
The light microscopy images point to the irregularity of
the cavities made with conventional mechanical instrumen-
tation and the perfect cavity boundary defined in those made
with the femtosecond laser.
Figure 1 shows several rectangular cavities made with the
femtosecond laser in enamel. The cavities were ablated
using different pulse energies: 0.05 mJ (row A), 0.03 mJ
(line B), 0.01 mJ (row C), and finally, 0.007 mJ (row D).
Essentially, the greater the energy of the pulse, the deeper
the microstructure. The pitches between the meander lines
were 0.02 mm (column 1) and 0.01 mm (column 2). Pitch
determines the overlapping of the ablated areas. Since the
spot size is constant on the enamel surface for the same
pulse energy, over-large pitches give rise to inhomogeneous
ablation if the spot size is smaller than the pitch. This was
the case of the structures in column 1 for both pulse ener-
gies, and for case D in column 2, where the pulse energy
was very low. In all cases the scanning velocity was
0.05 mm/s.
Figure 2 shows magnified SEM images corresponding to
the lower two energies, both pitches and the same scanning
velocity as used in Fig. 1. Focusing on Fig. 2a (E00.007 mJ,
v00.05 mm/s and s00.01 mm), the processed area is seen to
have resulted in a shallow square cavity of approximately
215 μm per side, with a homogeneous bottom. There are no
signs of heat damage or cracks on the surrounding or bottom
Fig. 1 SEM micrograph of cavities in enamel performed with the
femtosecond laser (original magnification: SEM ×374)
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surfaces. In the work described in Fig. 2b, we used the same
parameters except for the pitch (s00.02 mm). This time the
squared cavity was 230 μm per side, but the ablated and
intact surfaces alternated as a result of the large degree of
pitch as compared to the spot size, which was of the order of
0.01 mm. The results obtained upon increasing the pulse
energy (E00.05 mJ) are shown in Fig. 2c and d. The square
cavity was approximately 225 μm per side for the smallest
pitch (Fig. 2c), and 215 μm for the largest one (Fig. 2d). In
comparison with Fig. 2a and b, the cavities were now much
deeper since the ablation rate increased with the pulse ener-
gy. The effect of a pitch larger than the spot size is still
visible in the case of Fig. 2d, although to a lesser extent
since the spot size was now larger (close to 0.02 mm).
Figure 3(a, b, c, d) shows the SEM and light microscopy
images comparing the results of the two different treatments
used in this study: (a, c) the tooth surface irradiated by a
femtosecond laser with SEM; (b, d) abrasion surface with a
conventional diamond bur with light microscopy. The abra-
sion surface with a conventional diamond bur at a
v0450,000 rpm under a water coolant (Fig. 3b) has an
irregular surface. The smear layer is present on the surface
of the cavity. The enamel rods are completely obliterated by
the fusion of material due to the thermal effect.
The cavity prepared with the femtosecond laser (Fig. 3a)
has a diameter of 500 μm and the cavity boundary is perfectly
defined on both the surface and on the walls. Some of the
material is seen to have been redeposited at the bottom of the
cavity. The debris is driven towards the previously ablated
areas. Therefore, if the sample motion finishes at the
boundary—as is the case in Fig. 3a—the debris are driven to
the center of the cavity, whereas it is driven towards the
boundary if the motion finishes at the center (Fig. 3c). The
use of different sets of parameters—including the inward–
outward paths—did not solve this issue.
Figure 3d shows detailed light microscope images of a
cavity made with the turbine drill at v0450,000 rpm. Unlike
the cavities made with the femtosecond laser, in this image it
is possible to observe the presence of microcracks around
the cavity. This is a product of the mechanical and thermal
effects that occur with conventional mechanical instrumen-
tation. This is not desirable because microorganisms can
penetrate through these microcracks, favoring failure of
the restoration and the possible start of new caries.
Fig. 2 SEM micrograph of femtosecond laser cavities in enamel with:
a E00.007 mJ, v00.05 mm/s and s00.01 mm (original magnification,
SEM ×374); b E00.007 mJ, v00.05 mm/s and s00.02 mm (original
magnification, SEM ×374); c E00.05 mJ, v00.05 mm/s and s0
0.01 mm (original magnification, SEM ×374); d SEM micrograph of
femtosecond laser cavities in enamel with E00.05 mJ, v00.05 mm/s
and s00.02 mm (original magnification, SEM ×374)
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Discussion
Many studies have focused on the application of ultrashort-
pulsed lasers on hard dental tissues [11, 20–22]; however,
few of them have addressed their application to the enamel
exhaustively [10]. The suppression of microcracks with
ultrashort pulses is of great importance in dentistry because
these may become the source of new caries. In the present
study, we used a femtosecond laser for the ablation of
human enamel with the aim of minimizing these micro-
cracks, which systematically appear with conventional me-
chanical techniques. Conventional techniques for drilling
enamel lead to the formation of microfractures on the sur-
face as a result of the high thermal and mechanical loads. In
addition, melting and resolidification give rise to a smear
layer on the walls of the cavities, such that further treatments
are required to provide optimal access of restorative materi-
als to them [23].
The SEM images reveal the ability of the femtolaser
to produce high-precision cavities in tooth enamel
(Figs. 2a–d, 3a). No signs of collateral damage and cracks
were observed, unlike with conventional milling. As de-
scribed previously in the literature for other biological tissues,
the application of subpicosecond pulses almost completely
eliminates thermal damage and the appearance of microcracks
in adjacent areas [24, 25]. Rode et al. concluded that the
removal of enamel using a subpicosecond laser allows the
side effects produced by air turbines to be eliminated. More-
over, this technique permits the painless removal of hard
dental tissue, thereby enhancing the efficiency of clinical
procedures [26, 27] (Figs. 1, 2a–c, 3a).
We tested different geometries and processing parame-
ters. Our conclusion is that careful selection of the parame-
ters is crucial for achieving precise and high-quality
structures on the enamel surfaces. The pulse energy deter-
mines the rate of material removal, but very high energies
tightly focused on the surface could lead to some damage
since phase explosion mechanisms begin to come into play.
The scanning speed determines the number of pulses con-
tributing to ablation in a given region of the surface. The
Fig. 3 a SEM micrograph of a circular cavity in enamel induced by
femtosecond laser ablation (original magnification, SEM ×200). The
laser spot was initially located at the periphery and the beam offset was
reduced to zero and again increased to its maximum (two passes). The
pulse energy was set to 0.4 mJ; b SEM micrograph of mechanical
instrumentation cavities in enamel at a speed of 450,000 rpm under
abundant water coolant (Boundary of the cavity; original
magnification, SEM ×500); c cavity performed by means of femtosec-
ond laser ablation. The laser spot was initially located at the center and
the beam offset was increased to its maximum and back to zero (two
passes). The pulse energy was set to 0.4 mJ; d presence of cracks in a
cavity made with an air-turbine at a speed of 450,000 rpm under
abundant water coolant
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faster the scan, the lower number of pulses, and hence lower
ablation rates. Both parameters decisively influence the
depth of the cavity. The morphology is driven by the sample
motion features. The dimensions of the cavities performed
were not affected by these parameters, remaining approxi-
mately at 200–250 μm.
We tested two different cavity patterns with rectangular
and circular shapes. A meandering and a spiral path were
respectively used to produce these geometries. In both
cases, the ratio between the pitch and the laser spot size on
the surface was very important. A ratio above unity could
lead to incomplete ablation of the cavity.
Finally, ablation debris is deposited at the bottom of the
cavities. Its shape is the result of the rapid volume expansion
of the evaporating water contained in the tissue. The loca-
tion of the debris is determined by the scanning procedure.
We checked the possibility of eliminating the debris without
using any pressured fluid or gas. Also, we tested some
different sample motion strategies, but without success.
According to the results obtained here, it may be stated
that human tooth enamel can be successfully removed with
femtosecond lasers, in agreement with other investigations
addressing the ultrashort-pulsed laser ablation of hard dental
tissue [25–27].
This system has many advantages over the mechanical
technique and techniques using other types of laser. These
are discussed below.
1. When mechanical instrumentation is used, friction gen-
erates high temperatures, which cause irreversible dam-
age to the tooth; the tooth surface shows signs of
thermal and mechanical damage, together with the pres-
ence of a smear layer that is formed after implementa-
tion of this technique. In contrast, the femtosecond (Ti/
Sapphire) laser causes minimal structural changes to the
irradiated enamel. The surfaces show a complete lack of
thermal or mechanical damage such as cracks, craters,
or charring. The treated surface has a rough and irreg-
ular aspect without a smear layer or cracks. These
benefits have been also described by several other
authors [25].
2. Additionally, the size and shape of burs does not allow
complex shapes or minimally invasive treatment [28].
The femtosecond laser affords the possibility of making
incisions ten times smaller than that permitted by the
smallest bur [29] and allows greater control of the
removal of material.
3. Preparations with mechanical instrumentation require
the accompanying use of irrigation to prevent pulp
involvement after it has undergone the high temper-
atures generated inside the cavity. In addition, when
using lasers of the erbium family on enamel, this
requires the joint use of irrigation to reduce possible
temperature increases. This irrigation tends to reduce
the visibility of the operative field.
4. Ultrashort pulse laser ablation means that irrigation is
not required because the process occurs in a shorter
time, in which the materials do not have the necessary
time to transmit heat (of the order of tens to hundreds of
picoseconds), and the generation of a stable particle flux
is not possible [22].
5. With the use of the femtosecond laser, patient stress
would be theoretically reduced since there is no noise
or need for anesthesia on performing the cavity, unlike
the case of mechanical ablation.
6. Ultrashort pulse lasers enable the effective ablation of
nearly all materials, including metal restorations, which
cannot be removed with erbium lasers. This is because
when performing femtolaser ablation, the absorption
coefficient of the material depends on the intensity of
the radiation rather than on the wavelength, as in the
case of conventional lasers.
This study was an initial project whose results suggests
that the application of ultrashort pulse lasers as contactless
drills in dentistry may provide an alternative to classical
mechanical techniques, aimed at improving the quality of
dental treatment. Further studies will focus on the bonding
of dental materials to laser-irradiated enamel.
Conclusions
In the present study, we demonstrate the ability of femto-
lasers to produce high-precision cavities in tooth enamel.
The femtosecond laser is presented as an optimal tool for the
treatment of dental decay and as an alternative to air-turbine
drills to reduce the mechanical damage that occurs during
the removal of hard dental tissue.
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